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ABSTRACT:
Improving analytical precision is a major goal in quantitative diﬀerential proteomics as high precision ensures low numbers of
outliers, a source of false positives with regard to quantiﬁcation. In addition, higher precision increases statistical power, i.e., the
probability to detect signiﬁcant diﬀerences. With chemical labeling using isobaric tags for relative and absolute quantitation
(iTRAQ) or tandem mass tag (TMT) reagents, quantiﬁcation is based on the extraction of reporter ions from tandem mass
spectrometry (MS/MS) spectra. We compared the performance of two versions of the LTQ Orbitrap higher energy collisional
dissociation (HCD) cell with and without an axial electric ﬁeld with regard to reporter ion quantiﬁcation. The HCD cell with the
axial electric ﬁeld was designed to push fragment ions into the C-trap and this version is mounted in current Orbitrap XL ETD and
Orbitrap Velos instruments. Our goal was to evaluate whether the purported improvement in ion transmission had a measurable
impactontheprecisionofMS/MSbasedquantiﬁcationusingpeptidelabelingwithisobarictags.Weshowthattheaxialelectricﬁeld
ledtoanincreasedpercentageofHCDspectrainwhichthecompletesetofreporterionswasdetectedand,evenmoreimportant,to
a reduction in overall variance, i.e., improved analytical precision of the acquired data. Notably, adequate precision of HCD-based
quantiﬁcation was maintained even for low precursor ion intensities of a complex biological sample. These ﬁndings may help
researchers in their design of quantitative proteomics studies using isobaric tags and establish HCD-based quantiﬁcation on the
LTQ Orbitrap as a highly precise approach in quantitative proteomics.
D
evelopmentsinshotgunproteomicstechnologyhavefocused
on improving the sensitivity, mass accuracy, and speed of
mass spectrometers.
1-4 However, as mass spectrometry turns
quantitative,
5,6 optimizing analytical strategies for high precision
and low measurement variability (i.e., low standard deviation
of quantitative results) becomes an equally important goal.
Reducing variance and improving precision is possibly the
most crucial goal as precision helps curtail the number of
outliersthatinevitablyariseduetothestochasticnatureofthe
measurement process.
Received: August 27, 2010
Accepted: December 21, 20101470 dx.doi.org/10.1021/ac102265w |Anal. Chem. 2011, 83, 1469–1474
Analytical Chemistry TECHNICAL NOTE
Among quantitative proteomics methods, highest precision
can be obtained by techniques using stable isotopes, e.g., stable
isotope labeling with amino acids in cell culture (SILAC),
7 ab-
solute quantiﬁcation (AQUA),
8 quantiﬁcation concatamers
(QconCAT),
9 or equilimolarity through equalizer peptide
(EtEP).
10 Chemical labeling of peptides with isotope-coded
aﬃnity tags (ICAT)
11 or with isobaric tags such as tandem mass
tags (TMT)
12 or isobaric tags for relative and absolute quantita-
tion (iTRAQ)
13 also rely on stable isotopes. Commercially
available isobaric tags employ N-hydroxy-succinimide (NHS)
chemistry to target R- and ε-amino groups. The labels are
designed to allow multiplexing of several samples
12-15 by creat-
ing peptides of same nominal mass. Characteristic reporter ions
arereleasedintandemmassspectrometry(MS/MS)spectrathat
can be used for relative quantiﬁcation. In a recent study, the
numbers of identiﬁed peptides and proteins were found highest
with iTRAQ 4-plex, followed by TMT 6-plex, and lowest with
iTRAQ 8-plex; however, the three types of isobaric tags per-
formed similar in terms of quantitative precision and accuracy.
16
Another study indicated that the diﬀerences in identiﬁcation
rates depending on the type of isobaric labeling reagent also
seemed to apply for phosphopeptides.
17 For quantiﬁcation of
samples labeled with isobaric tags on an LTQ Orbitrap instru-
ment, we and others have shown that acquisition of both a
collisionally induced dissociation (CID) and a higher energy
collisionaldissociation(HCD)scanfromeachselectedprecursor
combines the sensitivity of CID for identiﬁcation with the pre-
cisionofHCDforquantiﬁcation.
18,19AstheCIDscanisacquired
using standard settings, the method permits varying the HCD
collision energy ad libitum to values optimal for quantiﬁcation.
A number of studies provide information on the beneﬁts and
drawbacks of quantiﬁcation procedures using isobaric tags inclu-
ding comparisons of various instrument types and methods like
pulsed Q collision induced dissociation (PQD) and HCD.
18-27
However, to our knowledge, there have been no reports on the
error structure of reporter ion quantiﬁcation based on HCD
spectra acquired on an LTQ Orbitrap XL ETD mass analyzer,
whichwouldbeinterestinginourviewasthiswastheinstrument
where a new type of HCD cell with an axial extraction ﬁeld was
ﬁrst implemented. A major problem for quantiﬁcation using
isobaric tags is that the variance of reporter ion areas is not
homogeneous, i.e., homoscedastic but heteroscedastic: Several
reports have shown that for many types of mass analyzers, the
variance increases strongly for precursors that yield only low
reporterionsignals.
25-27Methodshave beendevelopedtocom-
pensate for heteroscedastic variance by application of a sophis-
ticated error model or variance stabilization transformation.
26,27
In this report, we examined the precision of HCD-based
quantiﬁcation on an LTQ Orbitrap XL equipped with the
original HCD cell as compared to a version of the HCD cell
withanaxialextractionﬁeldthatismountedinOrbitrapXLETD
instruments (Supporting Information, Figure S-1). A similar
version of the HCD cell with an axial ﬁeld is also mounted in
Orbitrap Velos instruments.
4 The axial ﬁeld in the HCD cell was
designed to improve ion-optics and fragment ion transmission.
We reasoned that it would be interesting to study whether these
changes had an impact on the precision of reporter ion quanti-
ﬁcation. To ensure that small variations in overall instrument
performance would be kept to a minimal level, measurements
were carried out on one and the same LTQ Orbitrap instrument
immediately before and after installation of the HCD cell with
the axial ﬁeld in association with an upgrade for electron transfer
dissociation (ETD). Moreover, we also used the same processed
samples, the same nano-HPLC equipment, and an identical LC
gradient. Experimental samples included both a well-deﬁned
mixture of standard proteins in deﬁned ratios and a complex
biological sample consisting of a mixture of lysates from two
states of HeLa cells (log-phase and nocodazole treated).
’EXPERIMENTAL SECTION
Chemicals and reagents, sample preparation, nano-HPLC,
mass spectrometry, and data analysis and processing were as
described previously.
16 Brieﬂy, two samples A and B were
prepared that contained 13 proteins in diﬀerent ratios. For 7
proteins,theratiobetweensampleAandBwas1:1,for3proteins
5:1, and for 3 other proteins 1:40. The samples were separately
digested with trypsin and spiked with synthetic peptides in a
ratio between A and B of 1:5. Each of the two samples A and B
was then split into two “duplicate” parts and labeled with two
diﬀerent channels of iTRAQ 4-plex reagent, followed by mixing
of all four channels. In addition, protein extracts from log-phase
vsnocodazoletreatedHeLacellswerepreparedanddigestedand
labeled as follows: Log-phase digests were split into six equal
parts and labeled with two channels of iTRAQ 4-plex, TMT
6-plex, and iTRAQ 8-plex reagents respectively, and nocodazole
treated digests were split and labeled likewise with two other
channels of the respective tags. Three HeLa samples (iTRAQ
4-plex,TMT6-plex,andiTRAQ8-plex)wereobtainedbymixing
the four corresponding channels of each type of isobaric tag.
In both the protein mix and the HeLa experiments, the variance
of duplicate channels from each sample was analyzed and
compared. Protein mix samples were analyzed using a 110 min
chromatography gradient, whereas HeLa samples were analyzed
using a 3.5 h chromatography gradient and gas-phase fractiona-
tion. Both a CID scan for identiﬁcation (automated gain control
(AGC) target value 1   10
4, maximum inject time 400 ms,
minimum signal threshold 500 counts) and a HCD scan for
quantiﬁcation (AGC target value 3   10
5, maximum inject time
500 ms, minimum signal threshold 500 counts) were acquired
for each selected precursor (monoisotopic precursor selection
on, rejection of singly charged ions). HeLa data were recorded
using75%normalized collisionenergy(CE)forHCD, whereas
the HCD collision energy was varied as indicated for the
experiments using the protein mixture.
The HCD cell with axial ﬁeld was mounted during upgrade of
the LTQ Orbitrap XL instrument to LTQ Orbitrap XL ETD.
The HCD cell is a multipole operating according to known
principles.
28,29 In the Orbitrap XL ETD and Orbitrap Velos
models, there are equally spaced electrodes mounted along the
axial direction of the HCD cell that are connected to a resistive
divider and that permit the creation of a weak axial extraction
ﬁeldthatpushesfragmentionsintotheC-trap.Theaxialﬁeldwas
designed to improve ion transmission and reduce fragment ion
loss and to speed up the extraction of fragment ions from the
HCD cell. Additional details with regard to oﬀ-line nanoelec-
trosprayandthecomparisonbetweenprecursorintensityandthe
sum of all reporter ions are presented in the additional Experi-
mental Section of the Supporting Information.
’RESULTS AND DISCUSSION
The primary goal of our study was to test whether a HCD cell
with axial ﬁeld that was designed for the LTQ Orbitrap mass
analyzer had an impact on the overall precision of acquired data1471 dx.doi.org/10.1021/ac102265w |Anal. Chem. 2011, 83, 1469–1474
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and other performance characteristics of HCD-based quantiﬁca-
tion using isobaric tags.
We ﬁrst estimated the HCD normalized collision energy
(CE%) values at which reporter ion intensities of the three
labelingreagentsiTRAQ4-plex,TMT6-plex,andiTRAQ8-plex
reached a maximum, reasoning that high reporter ion signals
potentially help ensure an adequate lower limit of quantiﬁcation
(LLOQ) and high precision. A set of synthetic peptides was
derivatizedseparatelywithone“channel”ofiTRAQ4-plex,TMT
6-plex, and iTRAQ 8-plex reagents, which cause m/z shifts
of 145.1, 229.2, and 304.2, respectively. To plot the relationship
between reporter ion intensity and HCD CE%, a mixture
containing the three labeled forms of a peptide was analyzed
by oﬀ-line nanoelectrospray on an LTQ Orbitrap equipped with
the original HCD cell (Supporting Information, Figure S-2).
Precursorselectionwascenteredonthem/zoftheTMT-labeled
form, and the isolation window was widened to 100 m/z so that
the4-plexlabeledandthe8-plexlabeledformswerealsoisolated.
The relative intensities of the three coisolated labeled forms at a
HCD collision energy of 0% appeared similar to a MS
1 scan.
Subsequently the HCD collision energywas rampedwhile HCD
spectra were recorded. As the labeling reagents were chosen to
produce three diﬀerent types of reporter ions, the relationship
between the production of reporter ions and the HCD collision
energy could be studied simultaneously. Notably, the optimum
reporter ion intensity was found at similar CE% for the three
reagents. Reporter ion intensities were found to reach a max-
imum at a normalized HCD collision energy between 50% and
100%.Interestingly,for3þchargedprecursors,peakreporterion
intensities were observed at a higher normalized collision energy
compared to 2þ charged precursors (Supporting Information,
Figure S-2). The speciﬁc optimum CE% appeared to depend
on peptide sequence and charge state, rather than on the type of
labeling reagent.
Current LTQ Orbitrap XL ETD and Orbitrap Velos models
areequippedwithatypeofHCDcollisioncellwhereanaxialﬁeld
pushes fragment ions into the C-trap. The ion path, axial ﬁeld,
andtheelectricpotentialinthisHCDcollisioncellareillustrated
schematically in the Supporting Information, Figure S-1. We
tested whether the axial ﬁeld had an impact on performance
characteristicssuchastheprecisionofreporterionquantiﬁcation
in HCD scans. We ﬁrst analyzed a mixture that consisted of
two well-deﬁned standard protein and peptide samples A and B
(see the Experimental Section). After tryptic digestion, samples
A and B were split and each was labeled with two diﬀerent
channels of iTRAQ 4-plex reagent followed by mixing of all four
channels. Therefore the theoretical ratios of duplicate channels
were 1:1. In this way, an alteration of the dispersion of duplicate
channel ratios could serve as an indicator of diﬀerences in the
overall precision of the acquired data, a measure of data quality.
The sample was ﬁrst analyzed on an LTQ Orbitrap equipped
with the original HCD cell. After exchange of the HCD cell, the
sample was analyzed again on the same instrument equipped
withaHCDcellwithanaxialﬁeldandtheresultswerecompared.
Allmeasurementswereaccomplishedwiththerecentlydescribed
CID-HCD method.
18,19 This method permits a variation of the
HCDcollisionenergyasHCDscansareusedonlyforquantiﬁca-
tion. Figure 1A shows that for all tested HCD collision energy
settings, the percentage of HCD spectra where one or more
reporter ions failed to be detected was strongly reduced with the
HCD collision cell with an axial ﬁeld (paired t test p < 0.0001).
The axial ﬁeld decreased the average percentage of such spectra
from ∼25% to ∼2.5%. This suggests that the lower limit of
quantiﬁcation (LLOQ) is closer to the lower limit of detection
(LLOD) for data acquired withthe axialﬁeld as compared to the
originalHCDcell.Inaddition,quantiﬁcationusingtheHCDcell
with an axial ﬁeld was associated with improved precision as
illustrated by a smaller geometric standard deviation of duplicate
channelratios,andthiseﬀectwasconsistentovertheentirerange
of tested collision energies (Figure 1B,C). In absolute terms, the
geometric standard deviation was higher for duplicate channel
ratios derived from reporter ion areas 115 and 114, which
contained three proteins that were diluted 1:40-fold in relation
to channels 117 and 116 (the largest ratio in this experiment).
This suggests that quantiﬁcation of peptides with large ratios
between the channels can lead to higher variance in the channels
containing the smaller reporter ion area values, which is in
accordance with reported observations.
24 On average, the axial
ﬁeld decreased the geometric standard deviation of duplicate
channelratios115:114from1.25to1.15(pairedttestp<0.014)
and of duplicate channel ratios 117:116 from 1.13 to 1.07 (p <
0.014). We observed a correlation between the sum of all
reporter ion areas and the intensity of the corresponding parent
precursor ion as illustrated in a log-log graph (Supporting
Information, Figure S-3). This suggests that the ratio of these
two quantities, calculated as the median over many peptide-
spectrummatches,couldprovideanestimateofwhichfractionof
the precursor ion current can be detected as reporter ion
currents. We therefore calculated the percentage of the sum of
the reporter areas divided by the respective parent precursor
intensity (see additional Experimental Section in the Supporting
Information for details and justiﬁcation) and determined the
median thereof for each run. Interestingly, this percentage value
correlated with the observed precision and with the fraction of
HCD spectra with a complete set of reporter ions. Moreover
these percentage values were signiﬁcantly higher when a HCD
cell with axial ﬁeld was used (Figure 1D). This suggests that the
axial ﬁeld indeed improved reporter ion transmission signiﬁ-
cantly, most likely by reducing the loss of reporter ions. In
summary, both the percentage of HCD spectra with full quanti-
tative information and the precision of quantiﬁcation improved
using a HCD cell with axial ﬁeld, and these improvements could
be noticed over the entire range of tested collision energies
(CE 45% to CE 105%).
We further monitored whether improved precision could also
be observed upon analysis of a complex biological sample and
whether the eﬀect was consistent when other isobaric labeling
reagents were employed in addition to iTRAQ 4-plex. Protein
extracts from the log-phase and nocodazole treated HeLa cells
were digested with trypsin and split followed by labeling with
iTRAQ 4-plex, TMT 6-plex, and iTRAQ 8-plex, respectively, as
described in the Experimental Section. Again the variation of
duplicate channel ratios was compared. All samples were ﬁrst
analyzedusingtheoriginalHCDcell.AfterexchangeoftheHCD
cell, samples were analyzed again using the HCD cell with axial
ﬁeld. Percentiles of duplicate channel ratios were plotted
(Supporting Information, Figure S-4) showing once more that
the axial ﬁeld improved analytical precision. In addition, the
improvement was found consistent for all three types of isobaric
labeling reagents.
Data from the HeLa iTRAQ 4-plex measurements acquired
with the original HCD cell and the HCD cell with an axial ﬁeld,
respectively,werevisualizedinawaysimilartoMA-plotsofRNA
microarray studies
30 where regulatory ratios are plotted against1472 dx.doi.org/10.1021/ac102265w |Anal. Chem. 2011, 83, 1469–1474
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signal intensities as log-log graphs. Such plots allow a rapid
visual inspection of global or intensity-dependent bias which
would become evident as an asymmetric distribution or as a
skewingorcurvatureofthescatter-plotdata.Mostimportant,the
dispersion of duplicate channel ratios can highlight patterns of
intensity-dependent diﬀerences in analytical precision. In the
plots shown in Figure 2, each dot represents a peptide-spectrum
match. Figure 2A depicts an overlay of the results of measure-
ments with the original HCD cell (in blue) as compared to the
HCD cell with an axial ﬁeld (in red). In this plot, the x-axis
represents log2 of the geometric mean of reporter ion areas 114
and 115 while the y-axis represents log2 of duplicate channel
ratios115:114 (split nocodazolesample). The higher varianceof
duplicate channel ratios derived from low reporter ion areas
becomesapparentinFigure2Aasafunnel-likedispersionpattern
of data points, reﬂecting an inverse relationship between the mean
reporter ion area (signal strength) and precision, i.e., heterosce-
dastic variance. As compared to the original HCD cell (blue data
points), reporter areas were shifted to higher values for data
acquired using the HCD cell with an axial ﬁe l d( r e dd a t ap o i n t s ) ;
thus, the intensity-dependent decrease in analytical precision
associated with low reporter ion areas appeared less prominent.
For the plot shown in Figure 2B, the y-axis values depict once
again the variation of log2 duplicate channel ratios 115:114 from
the HeLa 4-plex experiments. However, for this plot the x-axis
values reﬂect the percentile rank ordered by the geometric mean
of the respective reporter ion channel areas. The advantage of
this form of data visualization is that data points are distributed
evenly along the x-axis.
27 The plot illustrates high overall
precisionofalargepercentageofdatapointswhenusingaHCD
cell with an axial ﬁeld (red) as compared to the original HCD
cell (blue). Figure S-5 in the Supporting Information is analo-
goustoFigure2;however,intheformerﬁgurethex-axisreﬂects
either precursor intensity (Supporting Information, Figure
S-5A) or percentile rank ordered by precursor intensity
(Supporting Information, Figure S-5B). These plots suggest that
analytical precision is maintained for a broad range and a broad
fraction of precursor intensities when using a HCD cell with an
axial ﬁeld.
Summing up, we have shown that a HCD fragmentation cell
with an axial electric ﬁeld leads to an improvement of several
important performance characteristics upon HCD-based quan-
tiﬁcation of peptides labeled with isobaric tags, most notably
improvedoveralldataprecision andahigher percentage ofHCD
spectra with a complete set of reporter ions. The original HCD
cell of our LTQ Orbitrap XL instrument was exchanged for a
version with an axial ﬁeld upon upgrade to an LTQ Orbitrap XL
ETD, permitting an examination of the direct eﬀect of the
Figure1. AHCDcellwithanaxialﬁelddecreasesthefractionofHCDspectrawithmissingreporterionsandimprovesanalyticalprecision.Analysisofa
standard protein mixture on anLTQ Orbitrap equipped with the original HCD cell as compared to aHCD cell with anaxial ﬁeld. Panel A indicates the
percentage ofHCDspectra whereoneormorereporter ionsfailed tobedetected. Thegeometric standarddeviation of“duplicate”channelsisdepicted
in panel B (for the ratio 115:114) and panel C (for the ratio 117:116). Panel D shows the fraction of the precursor ion currents that can be detected as
reporter ion currents, as a measure of fragment ion generation and transmission. In each panel (A-D) individual measurements are shown on the left
side,whereasarithmeticaverageswithone-sidederrorbarsdenoting1SDareshownontherightside.p-valuescalculatedasa2-sidedpairedttestforthe
comparison of the original HCD cell vs the HCD cell with an axial ﬁeld.1473 dx.doi.org/10.1021/ac102265w |Anal. Chem. 2011, 83, 1469–1474
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exchange of the HCD cell. A HCD cell with an axial ﬁeld is also
mounted in LTQ Orbitrap Velos models. However, several
alterations were introduced with this new generation of
LTQ Orbitrap instruments including a stacked ring ion guide
(“S-lens”),adual-pressureiontrap,andadirectconnectionofthe
HCDcelltotheC-trapintheformofanintegratedC-trap/HCD
collision cell combination,
4 which would make it diﬃcult to
discern the contribution of the axial ﬁeld alone. We believe that
the increased precision observed using a HCD cell with an axial
ﬁeld is indeed signiﬁcant. Since the improvements seem to hold
for a broad dynamic range including low intensity precursors, we
feel that the beneﬁts of the axial ﬁeld are speciﬁcally useful for an
analysis of complex samples. Further results and discussion with
regard to the relevance of these results can be found in the
Supporting Information.
As Figure 2A illustrates, reporter ion areas were generally
shifted to higher values with the HCD cell with an axial ﬁeld.
Together with Figure 1D, this observation suggests that the
observedoverallimprovementintheprecisionofacquireddatais
probably a consequence of improved ion transmission resulting
inbetterionstatisticsduetoanincreasednumberofionsthatare
quantiﬁablewithhigherprecision.Itshouldbenotedthatalldata
wereacquiredusingautomaticgaincontrol(AGC),whichensures
that less abundant, low intensity precursor ions are accumulated
in the LTQ ion trap for a proportionally longer inject time
(ﬁll time) prior to fragmentation in the HCD cell (as long as
the limit set by the maximum inject time is not reached). In this
way automatic gain control helps ensure adequate signal strength
for low intensity precursor ions. This interpretation is supported
by scatter plots that display the relationship between duplicate
channel ratios and precursor ion intensities (see the Supporting
Information, Figure S-5). The prolonged accumulation of low
intensity precursor ions for MS
2 analysis due to automatic gain
control might therefore constitute an advantage over MS
1-based
quantiﬁcation methods such as label-free or SILAC dependent
approaches. For instance, with SILAC quantiﬁcation, coeluting
ions inﬂuence the inject time of MS
1 scans, and with label-free
quantiﬁcation such as selective reaction monitoring (SRM), the
dwell time is either ﬁxed or depends on the number of other
transitions monitored at the same time (“scheduled SRM”). In
both situations, there is usually no prolonged measurement time
or compensatory accumulation of low-intensity signals. In sum-
mary, iTRAQ quantiﬁcation on the HCD cell with an axial ﬁeld
combined with automatic gain control showed acceptable preci-
sion over a broad range of precursor ion intensities. Remarkably,
withourtestsamplethecompletesetofreporterionswasdetected
inalmostall(∼97.5%)HCDspectraforwhichthecorresponding
CID spectrum led toa peptideidentiﬁcation, as compared to only
∼75% with the original HCD cell. This suggests that for quanti-
ﬁcation using isobaric tags, the lower limit of quantiﬁcation
(LLOQ) is closer to the lower limit of detection (LLOD) for data
acquired with the axial ﬁe l da sc o m p a r e dt ot h eo r i g i n a lH C Dc e l l .
’CONCLUSIONS
An axial electric ﬁeld in the HCD collision cell of the LTQ
Orbitrap improves ion transmission of reporter ions, thereby
increasing the overall precision of quantiﬁcation using isobaric
tags. The improvements were consistent for all three types of
isobaric labeling reagents that we tested (iTRAQ 4-plex, TMT
6-plex, and iTRAQ 8-plex). Notably, analytical precision re-
mained adequately high even for quantiﬁcation based on pre-
cursorionsoflowintensity. Weconsideranalyticalprecisionone
of the most critical factors in quantitative proteomics, as it
controls both the number of outliers, i.e., the false discovery rate
(FDR)withregardtoquantiﬁcation,andthestatisticalpowerofa
study,i.e.,thechanceofastudytodetecttrulyregulatedproteins.
In addition, the axial ﬁeld led to an increase in the fraction of
HCDspectrainwhichthecompleteset ofreporter ionscouldbe
Figure 2. The axial ﬁeld improves reporter ion transmission, thereby increasing the overall precision of data acquired with the axial ﬁeld. Scatter plots
illustrating the variation of duplicate channel ratios in relation to reporter ionsignals. Each data point represents a peptide-spectrum match. The log2of
duplicate channel ratios on the y-axis is plotted against a measure of reporter ion signal intensity. In panel A the x-axis is proportional to the log2 of the
geometricmeanofreporterionareas114and115,whereasinpanelBitisproportionaltotherankofthemeanthusensuringanevendistributionofdata
pointsalongthex-axis.DataarefromtheanalysesoftheiTRAQ4-plexlabeledHeLasample(nocodazolesamplesplitbeforelabeling).Precisionishigh
where the dispersion of the data points is narrow.1474 dx.doi.org/10.1021/ac102265w |Anal. Chem. 2011, 83, 1469–1474
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detected. We conclude that the HCD collision cell with axial ﬁeld
makes the LTQ Orbitrap well suited for quantitative shotgun
proteomicsusingisobarictags.Theprecisionofdataobtainedeven
for low intensity precursors establishes HCD-based quantiﬁcation
as a competitive approach for quantitative shotgun “precision
proteomics”.
31 We hope that our ﬁndings may help researchers
intheirdesignofquantitativeproteomicsstudiesusingisobarictags.
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